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STATEMENT

. The report is invalid without the official seal of Ocean Monitoring and Inspection Center,
Ocean University of China (hereinafter referred to as the Center).

2. Copy of the report is invalid without the original seal of the Center.

8]

. The report is invalid without signature of test operator, verifier, and authorizer.

4. The report is invalid with any alteration.

5. Should any dissidence arisen on the Test Report, please contact the Center within thirty
days after receiving the report. An overdue submission of any complains will be
disregarded.

6. If the samples were sent to the Center by the client, the Center is only responsible for the
testing results, but not for the source of the samples,.

7. Test results are valid only for the same batch of samples.

. Copy of test reports is not allowed without written permission of the Center.

9. This report is in decuplicate, with five for English version and five for Chinese version. For

each version, two original copies and one duplicate will be sent to the Client, two

duplicates will be kept at the Center and the inspection department (laboratory) respectively

for documentation.

To improve our testing capability and service quality continuously and to better serve clients
and the community, comments from all sectors of the community to the Center are warmly

welcome.

Ocean Monitoring and Inspection Center
Ocean University of China

Add: 5 Yushan Road, Qingdao, China
Tel: 0532-82031800
Fax:0532-82032700

E-maiL: hdjc@ouc.edu.cn

Zip Code: 266003



Project Description

Entrusted by Qingdao Headway Technology Co., Ltd., the project comprises tests on physical,
chemical and biological parameters of ballast water treated by OceanGuard™ Ballast Water
Management System installed on SITC YOKOHAMA, and gas parameters of air in ballast
tanks during ballasting and deballasting process. Ocean Monitoring and Inspection Center,
Ocean University of China acts as the implementation party of the project, and accredited
staffs of the Center were appointed to the test sites to supervise the operation of the whole
process and to carry out sampling and on-site inspection as required. Off-site testing samples
were delivered to specified laboratories of the Center and tested by accredited staffs within a
specified time region. The ballasting process was under supervision of CCS Qingdao Branch,
and the deballasting under DNV supervision.
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Name: Qingdao Headway Technology Co., Ltd.
Client Add: Huite Industrial City, Zhuzhou Road, Qingdao, China
Tel: 0532-88702808
No. [tem SamPle Callected Preservation Expectgd
container volume storage time
1 Temperature Test on site
Plastic bottle 1L
2 Salinity Test on site —
3 TRO Plastic bottle 1L Test on site
-+ POEC g
Pretreate ”
plastic bottle 2L ke =7ty
5 DOC
Pretreated .
<
6 TSS plastic bottle 1l 47T <24 hrs
Organisms Sterile plastic 3 ; ”
7 =80 jum bodtls Im Test on site <6 hrs
: Organisms Sterile plastic ;
Sampling 8 I 4°C <24 hrs
and Storage >10-50 um bottle
Heterotrophic
9 bacteria
10 E. coli . -
Sterijlgtﬁleastlc 500 mL 40 o0 s
11 Vibrio cholera
12 Enterococcus
~ | group bacteria
13 CcO
14 H,S
15 0, .
 — Test on site —_—
16 H,
17 Cly
18 CH,

Test operator: \g% —277 , @3

Verifier: fﬁ ;5’5’ ’%

Authorizer: %%@
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No. Item Method Major instrument
| Temperature Sensor detection VICTOR TPO1
2 Salinity Sensor detection HOTEC SC-106
3 TRO DPD HACH DR/2800
4 POC i SHIMADZU TOC-V.,
combustion
5 POC i SHIMADZU TOC-V,,,
combustion
sm 2 DDG-9203 Electric Blast Drying Oven
B 5 Weighting METTLER TOLEDO EL104 Balance
7 Organisms>50 um dMlCI’O‘S cope OPTEC SMIJ-T2 Stereo Microscope
etermination
CFDA Leica OMLA Fluorescence Microscope
Testing g | Organisms>10-50 um Most Probable YUE FENG SPX-150 Low-temperature
method and Numbering (MPN) Incubator
RS . _ . YUE FENG SPX-150 Low-temperature
T, 9 | Heterotrophic bacteria Plate counting Thicubiton
; Counting after YUE FENG SPX-150 Low-temperature
10 E. coli d
membrane filtration Incubator
1 Enterococcus group Counting after YUE FENG SPX-150 Low-temperature
bacteria membrane filtration Incubator
: Counting after YUE FENG SPX-150 Low-temperature
12 Vibrio cholera .
membrane filtration Incubator
13 CcO Sensor detection HAN WEI BX618 Gas Detector
14 H,S Sensor detection HAN WEI BX618 Gas Detector
15 (O]} Sensor detection HAN WEI BX618 Gas Detector
16 H, Sensor detection HAN WEI BX170 Gas Detector
17 Cly Sensor detection HAN WEI BX 170 Gas Detector
18 CHy Sensor detection HAN WEI BX618 Gas Detector
Testing results | See attachment
1 e
Lat?ora o Temperature | 19.0 'C Humidity 70 %
Environment

Test operator: \Q% -i , @3

Verifier: ?p‘/ }ﬁ '%

Authorizer: M
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Testing results of Cycle 1

1. Operation Condition
Name of the system: OceanGuard™ Ballast Water Management System
Manufacturer: Qingdao Headway Technology Co.,Ltd.
Testing Vessel: SITC YOKOHAMA
Cycle NO.: Cycle 1 Ballasting-Deballasting
Date: 2009/11/08—2009/11/17

Weather (Ballasting) : Sunny
Locus: Xia Men

Longitude: 118°04.873°E
Latitude: 24°31.275°N
Water Depth: 15.7 m

Weather (Deballasting): Sunny
Locus: Shanghai

Longitude: 121°38.978°E
Latitude: 31°20.410°N

Water Depth: 6.5 m

Test operator: \Q% iﬁml@ Verifier: 7;‘/% 'g Authorizer: ‘%};ﬁ@
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2. Operation Data
Table 1
Process . . 3
Date 2 » Start Time Stop Time Average Flow Rate (m’/h)
Description
Treated Water
2009/11/08 . 0:45 1455 310.9
Ballasting
Control Water ~
2009/11/08 . 2:15 3:45 319.9
Ballasting
Treated Water
2009/11/17 . 6:00 7:05 3124
Deballasting
Control Wat
2009/11/17 ontrot ater | o 50 9:00 320.2
Deballasting

Test operator: \Q% iiml@ Verifier: % }Mg l@

Authorizer: /g@;@
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3. Testing Results

Table 2 Water Quality and Biological Testing Results During Ballasting

Treated Water

Control Water

(cfu/100 mL)

Item Influent Water ) . . .
During Ballasting During Ballasting
Temperature (° C) 25.01+0.2 25.2+0.1 25.2+0.2
Salinity (PSU) 30.240.2 30.340.1 30.240.1
TRO (mg/L) 0.0040.00 1.9540.02 0.0040.00
POC (mg/L) 0.6140.11 0.6440.11 0.8040.15
DOC (mg/L) 1.3340.16 0.9740.13 11740.11
TSS (mg/l) 31.841.00 16.349.57 25.4747.66
Organisms >50 pum (/m*) 32144350 0.0+£0.0 29054149
Organisms >10-50
PR ORI | g hom et 57425 /L 303+ 14.9 /mL
(CFDA)
Organisms >10-50
EPSIA M 240.04+34.6 /mL 55+3.0/L 203.3+28.9 /mL
(MPN)
— .
Sl S ot (8.69£2.76)10" | (7.76+544)x10° | (1.4140.85)x10°
(cfu/100 mL)
L4570 230.047.0 0.040.0 7934194
(cfu/100 mL)
SRR 234216 0.040.0 35.0423.1
bacteria (cfu/100 mL)
e
AR T 0.67+0.58 0.040.0 0.5340.57

L

Test operator: @YX* iﬂj?l@ Verifier: %%’Ig

Authorizer: M
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Table 3 Water Quality and Biological Testing Results During Deballasting

Treated Water

Treated Water

Treated Water

Control Water

Item During During During During
Deballasting (1) | Deballasting (2) Deballasting (3) Deballasting
Temperature (°C) 26.740.8 26.8*1.7 26.9%1.0 269+1.0
Salinity (PSU) 30.040.1 30.240.2 30.240.2 30.240.1
TRO (mg/L) 0.0140.01 0.0140.01 0.0140.01 0.00+0.00
POC (mg/L) 0.9740.05 1.0340.05 0.8040.03 0.96+0.29
DOC (mg/L) 0.9440.12 0.85+0.07 0.91+0.16 1.09+0.25
TSS (mg/L) 143+1.8 142428 12.940.9 25.542.7
Organisms>50 pm (/m®) 0.040.0 0.0+0.0 0.040.0 30834190
Organisms >10-50 3123+ 152
OSSR B0 || eadanin 1O+ 1.0/L 0.740.6 /L
(CFDA) /mL
sanisms >10-50 32674404
DRSSV | cosan 1.8+ 1.8 /L 24428 /L
(MPN) /mL
terotrophic bacteri 5.90+ 235+
ke i ek ONL 1 4 86+ 111107 @43+1a8x102| .
(cfu/100 mL) 1.65)x10% 1.36)x10
- coli
K 05 0.040.0 0.040.0 0.040.0 9534122
(cfu/100 mL)
HBROLOGI0E BOup 1.0+1.0 0.340.5 0.741.1 284.3480.1
bacteria (cfu/100 mL)
V.
S sl 0.040.0 0.040.0 0.040.0 0.54+0.5
(cfu/100 mL) N

Test operator: @\%* @PIQ Verifier: 75"/% 1@

Authorizer: M
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Table 4 Results of Gas Measurement
Process Sampling CcO H,S 0, H, Cl, CH,4
Description Place (ppm) | (ppm) (%) (%LEL) (ppm) (%LEL)
Treated
0-12 0 20.9 0 0 0
. Tank
Ballasting
Control
0 0 20.9 0 0 0
Tank
6hrs after Treated
) 3 0 20.9 0 0 0
ballasting Tank
12hrs after Treated
) 0 0 20.9 0 0 0
ballasting Tank
Treated
0 0 20.9 0 0 0
. Tank
Deballasting
Control
0 0 20.9 0 0 0
Tank
Table 5 Results of TRO Measurement
Units: mg/L
Ballasti 6hrs after 12hrs after Deballasti
eballastin
allastng ballasting ballasting €
Treated Tank | Control Tank | Treated Tank Treated Tank | Treated Tank | Control Tank
1.954+0.02 0.00+0.00 0.46 0.19 0.0140.01 0.0040.00

Test operator:
Qv

Verifier: ';Fb }33 'L?

Authorizer: »g}j}‘@
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